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 TECHNICAL BID DOCUMENTS & ELIGIBILITY CRITERIA:
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Sl. 
No 

Description Whether 
Complied 
(Yes or 
No) 

Specification of 
Quoted product 

1 System for automated cell counting and cell viability 
analysis without limitation of cell types 

  

2 System should be able to differentiate 
between live and dead cells in  

  

3 System should be able to count primary cells and ca 
of human and mouse origin such as peripheral blood 
mononuclear cells, lymphocytes, monocytes, 
dendritic cells, splenocytes, thymocytes etc. 

  

4 System should also be able to count the established 
cell lines. 

  

5 Cell size detection range: Nominal detectable Range: 
3-60 μm; Optimal Range: 8-30 μm 

  

6 Cell Circularity Range: 30-100%   

7 Cell Viability Range: 100%   

8 Counting volume-0.5 μl   

9 Sample Volume: 10-15μl   

10 Navigating Screen - Yes   

11 User Defined protocol - Yes   

12 Review of Saved Images - Yes   

13 Cell counting range: 5 X 104- 1 x 107 /ml   

14 Adjustable parameters: Cell Size, Dilution factor, Live 
cell sensitivity, Noise reduction, Roundness 

  

15 Data export: Cell count and viability data (CSV), Raw 
image (TIF), Analyzed image (annotated TIF), Full 
report (PDF), Count and viability data, Cell images, 
Protocol used, Analytical histograms, Cluster map. 

  

16 System should be standalone with a built-in computer and 
a TFT LCD screen. 

  

17 System should come with 1 unit of compatible 
reusable slide and 10 units of compatible coverslips. 
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18 System should come with 100 units of compatible 
disposable cell counting slides. 

  

19 System should come with 10x1ml of Trypan 
blue stain (0.4%). 

 

  

20 The system should come with the parts and labor 
warranty of at least 3-years 

  

21 The vendor supplying the instrument 
should have own application support for 
efficient after sales service-support. 

 

  

22 If required, the vendor should be able to 
give a demonstration of the equipment to 
the technical evaluation committee 
whenever the committee request for the 
same. (tentatively 23/03/2020) 
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